INTRODUCTION
============

In 1981, the Chevron osteotomy was introduced by Austin and colleagues \[[@R1]\] and has become widely accepted for correcting mild to moderate Hallux valgus deformities \[[@R2]\]. Although originally internal fixation was considered not to be necessary with this procedure, fixation as an aid for stability is nowadays generally favored. Fixation is usually performed using small fragment screws, K-wires and other metallic implants \[[@R3],[@R4]\]. Resorbable fixation methods have been used in the past as an attempt to reduce revisions for screw removal but have never been broadly accepted \[[@R5]-[@R8]\]. In contrast to the initial *in vitro* results \[[@R9]\], the clinical experience with theses implants could not confirm the intended degradation characteristics of the materials. Implant loosening with subsequent soft tissue irritations and foreignbody reactions were caused by non-physiological absorption processes \[[@R10]\].

Although generally good clinical results are achieved with the Chevron osteotomy procedure \[[@R11],[@R12]\], complications are still reported in up to 20% \[[@R13],[@R14]\]. The revision rate has been reported between 2.5 to 5.6% \[[@R15]-[@R17]\], mainly for removal of metal work due to metal irritation or patient request \[[@R15],[@R18]\]. In a recent study, removal of metal work was necessary in 9.2% of cases after first ray surgery, resulting in a significantly better Visual Analogue Scale-Foot and Ankle questionnaire result after the revision \[[@R18]\]. The necessity of a further surgical procedure thereby has a significant socio-economic and social impact.

Since a few years, a method for osteosynthesis of small bones has been described that combines poly-lactide screw-pins with an ultrasound assisted technique that relies on short time liquidification and intraosseous anchoring \[[@R19],[@R20]\]. This technique, initially termed "bone welding", uses polylactides optimized for the use in small bone surgery, especially with regards to their degradation properties \[[@R21]-[@R23]\]. Biomechanical and in-vivo studies could prove the suitability for small bone surgery \[[@R19],[@R21],[@R24],[@R25]\]. After successful use in craniofacial surgery \[[@R26]-[@R28]\], this implant has recently been introduced to the orthopedic market under the name "SonicPin" (Stryker Osteosynthesis).

The idea behind our study was to evaluate whether fixation of the Chevron procedure is possible in a safe and reliable manner with this device, possibly resulting in a higher patient satisfaction and a lower revision rate.

The objective of this clinical study was thereby to prove the general safety and the capability of the SonicPin to maintain alignment and fixation of an Austin/Chevron osteotomy without occurrence of foreign body reactions. The clinical outcome of the procedure as experienced by the patients over the medium term will be evaluated by a health related quality of life assessment using the well-described EQ-5D questionnaire \[[@R16],[@R29],[@R30]\]. Comparison to other methods and long-term results are not part of this study.

PATIENTS AND METHODS
====================

This study was designed as a prospective consecutive open-arm cohort evaluation to assess the safety and performance of the SonicPin. Study center was a dedicated clinic for foot surgery.

The clinical investigation protocol was reviewed and approved by the local ethics committee (Number: III/EK53/08). All subjects included in this study provided written Informed Consent and met all inclusion criteria.

The study has been conducted in accordance with ISO 14155 "Clinical investigation of medical devices for human subjects". The protection of the rights of patients participating in the study was in accordance with the Declaration of Helsinki. The study comprised of 30 consecutive patients enrolled from May 5^th^ to September 11^th^ 2008 with a mild to moderate Hallux valgus deformity.

Patients between 18 and 80 years of age with a diagnosed mild to moderate hallux valgus deformity with an intermetatarsal angle below 16° with or without concomitant forefoot deformities and the indication for a Chevron procedure were included. Furthermore, the mental ability to give informed consent and the ability to follow the postoperative instructions was required.

Patients pre-operatively classified as ASA IV, patients with active foot joint or systemic infection, patients with a systemic illness that might interfere with the well-being of the patient and affect the outcome of the procedure (like Paget-syndrome, renal osteodystropy, systemic-immune disorder, vaculitis), Patients with metabolic bone disease, e.g., severe osteoporosis, Ricket's disease, patients with gout, rheumatoid arthritis, or neoplastic diseas and patients with a known allergy to Poly-L-lactide and Poly D, 30% L-lactide (PLDLA) were excluded. Patients who were known to be pregnant at the time of enrollment or planned to become pregnant in the coming 12 months were also excluded. Patient demographics are given in (Table **[1](#T1){ref-type="table"}**).

The ultrasound-assisted anchoring technology is a novel method for anchoring thermoplastic biodegradable pins in bone. The technique applies ultrasonic energy to the polymer, inducing heat-generating shearing forces at the contact interface between implant and bone. During this, the polymer is liquefied and penetrates the cavities of the surrounding bone. Within seconds, the polymer solidifies again and forms a strong and uniform anchorage between implant and bone \[[@R31]\]. For this study the ultrasound applicator "Sonic fusion" was used (Stryker Osteosynthesis, Schönkirchen, Germany) for the implantation of biodegrad-able pins (2.0 mm diameter, length 22-26 mm), made of poly(L-lactide-co-D,L-lactide) 70:30 (SonicPin, Stryker Osteosynthesis, Schönkirchen, Germany) (Fig. **[1A](#F1A){ref-type="fig"}**, **[B](#F1B){ref-type="fig"}**).

All procedures were performed by a single surgeon. The procedure was carried out standardized in the following way: A dorsal medial skin incision was made medial to the extensor hallucis longus crossing the first metatarso-phalangeal joint. If indicated, a lateral release was performed through the same incision, including the release of the adductor tendon and the fibular sesamoidal ligament (12 patients). A T-shaped incision of the capsule was performed, thus exposing the joint. Following the resection of the medial eminence, a K-wire was inserted in the centre of the metatarsal head. A V-shaped osteotomy was performed at an angle of 60 degrees with the apex at the K-wire followed by the lateral translation of the capital fragment.

Prior to the preparation of the pilot hole, a 0.8 mm K-wire was inserted across the osteotomy to determine the position, direction and length of the pin. As the K-wire was penetrating the cartilage of the metatarsal head, the position and direction of the definitive implant could be verified visually. The K-wire was then retracted until it was not visible any more and the length could now be determined using the dedicated depth gauge. After choosing the appropriate drill length, the K-wire was removed and its entrance point was used for the drill hole for the SonicPin. The SonicPin of the appropriate length was mounted on the hand piece and placed into the drill hole crossing the osteotomy. Ultrasound was activated for two to three seconds and the SonicPin was introduced simultaneously applying moderate axial force until complete insertion. The completion of the process was indicated by an acoustic signal after five seconds and the hand piece was disconnected from the SonicPin. If required, hammer toe, bunionette or hallux rigidus was treated accordingly if required during the same procedure (Table **[2](#T2){ref-type="table"}**). After resection of redundant bone, the incision was closed. The postoperative protocol allowed for immediate full weight bearing while the use of crutches was recommended for patient's comfort.

Patients were evaluated before surgery, at the day of surgery, at day 1 after the procedure, 6 weeks, 3 months, and 12 months after surgery, assessing safety and performance of the implant by clinical examination, evaluation of complications, EQ-5D questionnaire (preoperatively, 6 weeks, 3 months, 12 months) \[[@R32],[@R33]\], X-ray examinations (medial/lateral and anterior/posterior views; preoperatively, day 1, 6 weeks), and MRI-evaluations (3 and 12 months).

Health related quality of life assessment was determined using the EQ-5D questionnaire at a preoperative baseline, 6 weeks, 12 weeks, and 12 months after the index procedure.

One patient could not be followed up completely due to a non-device related lethal myocardial infarction 7 months postoperatively; complete datasets are therefore available for 29 patients. Outcome assessment was independent of the surgeon who performed the procedure, all data was monitored.

Evaluation of the items was performed independent of the surgical team. Data was sampled in a spreadsheet and transferred to SPSS (Version 17, IBM-SPSS, Chicago, USA) for statistical evaluation.

RESULTS
=======

In all cases, the fixation with a sonic pin was possible. Due to incomplete melting of the pin an additional pin was applied for safety reasons twice (6.7%).

The median operation time (skin-to-skin) was 33.5 minutes (range: 18 to 57 minutes, Table **[2](#T2){ref-type="table"}**).

There were 3 irregularities in the radiological follow-up. At three months follow-up, one patient (3.3%) showed fragment dislocation of 2mm on conventional radiographs, possibly due to instability of the pin. The MRI after three months showed no signs of foreign body reactions. At 12 months follow-up, the same patient showed fracture of the pin with complete bone healing without clinical problems.

One case (3.3%) showed an unusual bone healing pattern without clinical correlation. The MRI revealed signs of edema around the regularly shaped implanted pin and cortical bone defect dorsally at three months follow-up (Fig, **[2A](#F2A){ref-type="fig"}**, **[B](#F2B){ref-type="fig"}**). A radiograph was taken six months postoperatively, which showed complete bony healing with intraosseous sclerosis (Fig. **[3](#F3){ref-type="fig"}**).

In another case with a moderate Hallux rigidus component (3.3%), the patient complained of arthritic plantar pain in the first MPJ at the 12 month follow-up examination. The MRI showed an increase of the arthritis, which will probably require an arthrodesis in the future (Fig. **[4A](#F4A){ref-type="fig"}**, **[B](#F4B){ref-type="fig"}**).

At 12 months postoperatively, 29 MRI examinations were collected with no changes to the findings after three months. The implant could be detected without signs of resorption in all 29 subjects. One representative case with all radiographic examinations (i.e., preoperative, after one day, six weeks: X-rays; three and 12 months: MRI) is shown in (Figs. **[5A](#F5A){ref-type="fig"}-[9A](#F9A){ref-type="fig"}**).

Screening examination and questionnaires revealed a median baseline EQ-5D of 0.727 (range: 0.193 to 1.0) and a median rated health of 85% (range: 40 to 100%). At six weeks postoperatively, the median EQ-5D was 0.796 (range: 0.727 to 1), and the median rated health was 90% (range: 70 to 100%). At three months postoperatively, the median EQ-5D was 1.0 (range: 0.727 to 1), and the median rated health was 95% (range: 75 to 100%). At 12 months postoperatively, the median EQ-5D was 1.0 (range: 0.727 to 1), and the median rated health was 100% (range: 80 to 100%). EQ-5D and rated health values are shown in Fig. (**[10](#F10){ref-type="fig"}**). The improvements compared to the baseline values (screening) are significant (six weeks: p = 0.001, three months: p \< 0.001, 12 months: p \< 0.001), Wilcoxon Signed Ranks Test).

DISCUSSION
==========

We could show in our study that the use of the SonicPin method for fixation of a Chevron procedure is safe and gives reliable results in short term evaluation. Over the course of the study, the revision rate was zero, a good quality of life, as assessed by the EQ-5D, was achieved.

Given the high incidence of Hallux valgus, Austin/Chevron osteotomy is a frequently performed procedure in foot and ankle surgery \[[@R34]\]. Fixation is used routinely and mainly achieved utilizing small metallic screws \[[@R2],[@R4],[@R12],[@R25],[@R35]-[@R37]\]. As stated in the introduction, removal of metal works is not uncommon after this operation \[[@R36],[@R37]\]. Polylactides as biodegradable materials have been used as screws and press-fit pins in the past for this procedure but have been largely abandoned due to foreign body reactions and soft tissue irritations subsequent to implant loosening \[[@R37]\]. To address the soft tissue reactions, the investigational device of this study utilizes a second generation of polylactide with adapted resorption characteristics \[[@R23]\], to avoid implant loosening. The SonicFusion technology was introduced by the manufacturer with the aim to enhance the anchoring capabilities. Until now, there is limited clinical experience with biodegradable polylactide implants fixated by ultrasonic melting. Eckelt *et al*. reported on the successful use of resorbable pins inserted with the aid of ultrasound in cranioplasty for eight infants aged 12 months to four years with craniosynostosis \[[@R38]\]. They observed a considerably shorter application time compared to screw fixation with increased stability. Aldana *et al.* reported on the use of ultrasound-aided bone fixation with polylactide pins in 28 patients during craniotomies or craniofacial reconstructions \[[@R28]\]. They achieved adequate stability with few complications and concluded that the system was easy to use and provided rapid fixation of implants. Reichwein *et al.* reported on the application of the ultrasound-aided fixation of polylactide pins in 75 patients that were treated for fractures in the area of maxillofacial surgery \[[@R39]\]. They concluded that this fixation system shows general feasibility, sufficient mechanical stability, and efficient intraoperative handling for a wide variety of indications in craniomaxillofacial surgery.

In our study, the median surgery time was 33.5 minutes (range, 18 to 57 minutes) including concomitant forefoot procedures for hammer toe or bunionette deformity. Using screw osteosynthesis, skin-to-skin times between 42.5 minutes to 108 minutes have been reported in the past \[[@R40],[@R41]\]. Although a direct comparison is certainly not feasible, we feel able to state that there is so far no indication that the SonicPin technique prolongs theatre time.

The presented study was designed to assess the safety and performance of the use of SonicPins for the fixation of Austin/Chevron osteotomies. We did not find any major complications, the advancement of a MTP-1 joint arthritis most likely would have occurred with any other fixation method. In two cases (6.7%) an incomplete melting of the pin, possibly due to improper function of the ultrasound hand piece, occurred. In both cases uneventful healing was observed. In one case (3.3%), a slight lateral dislocation of the head fragment was noticed. The MRI revealed irregular imaging of the pin with signs of a step-off in the implant, which were interpreted as a fracture of the pin, although no discontinuity was evident (Fig. **[4A](#F4A){ref-type="fig"}**, **[B](#F4A){ref-type="fig"}**). One of the cases presented showed a deformation of the pin in the MRI after three months. Postoperative X-rays showed an excessive lateral shift of the head fragment, which might have induced increased shear forces onto the pin (Fig. **[4A](#F4A){ref-type="fig"}**, **[B](#F4B){ref-type="fig"}**). Due to the thickness of the slices given by the chosen MRI sequence a pin breakage cannot be fully excluded. While one of the cases showed signs of an intra-osseous edema around the pin after three months (Fig. **[2A](#F2A){ref-type="fig"}**, **[B](#F2B){ref-type="fig"}**), the additional X-ray taken after three months showed intra-osseous sclerosis which led to the misinterpretation of the MRI (Fig. **[3](#F3){ref-type="fig"}**). The bony healing after 12 months was uneventful without any signs of foreign body reactions.

One of the aims of this study was to prove the absence of foreign body reactions. The chosen method of investigation was the MRI examination. The MRI was chosen to allow qualitative assessment of the polymer resorption behavior. MRI has been used successfully in the past to monitor bone healing and degradation of polylactide implants \[[@R42],[@R43]\]. As assessed by this method, no cases of detectable foreign body reactions occurred after 12 months. Also, no visible signs of resorption or degradation of the implants were seen, which leads to the conclusion that either the follow-up time has to be prolonged, or a better analytical method has to be determined.

The documented EQ-5D results demonstrate a significant improvement from a median value of 0.727 preoperatively to 1.0 after 12 months. Apart from one patient with increasing Hallux rigidus complaints, no additional complaints like pain or skin irritation were reported by the patients.

Strengths of our study are a homogenous study design and a clear focus on direct complications and results of the implants with a good radiological follow-up documentation as well as a focus on the changes in quality of life measure.

The limitations of our investigation are the missing functional scores, the limited sample size and a limited follow-up period. These items were not in the focus of the study design, nevertheless we think that future studies are required that should include a larger sample size and compare the SonicPin to standard fixation of an Austin/Chevron osteotomy with K-Wires or screws in a controlled manner to balance known and unknown factors that can influence the outcome. The follow-up period should possibly be extended to 24 months or 36 months to evaluate the further degradation behavior of the SonicPin system.

In conclusion, we could show that with an ultrasound activated biodegradable pin a Chevron osteotomy can be fixated in a safe and reliable manner assuring a satisfactory rise in the quality of life over the short term.
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![Austin/chevron osteotomy with lateral shift and fixation (Stryker Product Information SonicPin, Literature Number: 90-17100).](TOORTHJ-8-85_F1A){#F1A}

![Fixation principle of the SonicPin: During insertion into a predrilled hole, the tip of the pin is melted by ultrasound, resulting in interdigitation of the SonicPin with the surrounding cancellous bone (Stryker Product Information SonicPin, Literature Number: 90-17100).](TOORTHJ-8-85_F1B){#F1B}

![Postoperative anteroposterior MRI of a female patient, three months after surgery with a possible sign of edema.](TOORTHJ-8-85_F2A){#F2A}

![Postoperative lateral MRI of a female patient, three months after surgery.](TOORTHJ-8-85_F2B){#F2B}

![Postoperative anteroposterior radiograph of a female patient, six months after surgery.](TOORTHJ-8-85_F3){#F3}

![Postoperative anteroposterior MRI of a female patient, three months after surgery.](TOORTHJ-8-85_F4A){#F4A}

![Postoperative lateral MRI of a female patient, three months after surgery.](TOORTHJ-8-85_F4B){#F4B}

![Preoperative anteroposterior radiograph of a female patient.](TOORTHJ-8-85_F5A){#F5A}

![Preoperative lateral radiograph of a female patient.](TOORTHJ-8-85_F5B){#F5B}

![Postoperative anteroposterior radiograph of a female patient, 1 day after surgery.](TOORTHJ-8-85_F6A){#F6A}

![Postoperative lateral radiograph of a female patient, one day after surgery.](TOORTHJ-8-85_F6B){#F6B}

![Postoperative anteroposterior radiograph of a female patient, six weeks after surgery.](TOORTHJ-8-85_F7A){#F7A}

![Postoperative lateral radiograph of a female patient, six weeks after surgery.](TOORTHJ-8-85_F7B){#F7B}

![Postoperative anteroposterior MRI of a female patient, three months after surgery.](TOORTHJ-8-85_F8A){#F8A}

![Postoperative lateral MRI of a female patient, three months after surgery.](TOORTHJ-8-85_F8B){#F8B}

![Postoperative anteroposterior MRI of a female patient, 12 months after surgery.](TOORTHJ-8-85_F9A){#F9A}

![Postoperative lateral MRI of a female patient, 12 months after surgery.](TOORTHJ-8-85_F9B){#F9B}

![EQ-5D results in the course of the study. The EQ-5D assessment 12 months postoperatively shows maximum score (1.0) in 24 patients, 0.73 for two patients, 0.80 for two patients and 0.85 for one patient. The improvements compared to the baseline values (screening) are significant (six weeks: p = 0.001, three months: p \< 0.001, 12 months: p \< 0.001), Wilcoxon Signed Ranks Test).](TOORTHJ-8-85_F10){#F10}

###### 

Patient demographics.

                       Age \[Years\]   Height \[cm\]   Weight \[kg\]   BMI \[kg/m2\]
  -------------------- --------------- --------------- --------------- ---------------
  Mean                 53.3            167             71.5            25.7
  Median               52.5            167             73.0            25.6
  Maximum              79.0            182             96.0            32.9
  Minimum              19.0            154             52.0            19.6
  Standard Deviation   14.62           8               12.2            3.8

###### 

Procedure time.

  Treatment                       n    OP/Time \[Median\]
  ------------------------------- ---- --------------------
  Hallux valgus                   19   31
  Hallux valgus with hammer toe   9    39
  Hallux valgus with bunionette   1    33
  Hallux valgus et. rigidus       1    34
